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This report presents the results ob- 
tained by the five U.S. participating 
laboratories in the Versailles Advanced 
Materials and Standards (VAMAS) 
round-robin for fracture toughness of 
advanced ceramics. Three test methods 
were used: indentation fracture, inden- 
tation strength, and single-edge pre- 
packed beam. Two materials were 
tested: a gas-pressure sintered silicon 
nitride and a zirconia toughened alu- 
mina. Consistent results were obtained 
with the latter two test methods. Inter- 
pretation of fracture toughness in the 
zirconia alumina composite was compli- 
cated by R-curve and environmentally- 
assisted crack growth phenomena. 
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1. Introduction 

The Versailles Advanced Materials and Stan- 
dards (VAMAS) project is an international 
collaboration for prestandardization research. The 
participating countries are Canada, France, Ger- 
many, Italy, Japan, the United Kingdom, the 
United States and the Commission of European 
Communities. Technical Working Area #3, Ce- 



ramics, has the objective of undertaking research 
on the reliability and reproducibility of test proce- 
dures for advanced technical ceramics. 

Fracture toughness is an important property of 
advanced ceramics and is one measure of brittle- 
ness. The Japan Fine Ceramics Center (JFCC) in 
1988 organized a VAMAS round-robin to evaluate 
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fracture toughness by three methods on two ad- 
vanced ceramics. All testing was to be performed at 
room temperature. This round-robin was desig- 
nated the '89 Fracture Toughness Round-Robin 
Test (RRT) by the JFCC. Twenty-three laborato- 
ries agreed to participate, including six in the 
United States. 

The three test methods chosen were: indentation 
fracture (IF), indentation strength (IS), and single- 
edge precracked beam (SEPB). These methods are 
schematically illustrated in Fig. 1. The SEPB and 
IF methods are standards in Japan and the proce- 
dures in this round-robin were in accordance with 
JIS R 1607 [1]. 

The IF test is a variant of the scheme originally 
proposed by Evans and Charles [2]. A polished 
sample is indented with a Vickers hardness inden- 
ter and the length of the resultant median cracks 
measured. The fracture toughness is related to the 
indentation load, the size of the median cracks, the 
elastic modulus and hardness of the material. The 
test has the virtues that it measures a "micro" frac- 
ture toughness, (that is, a toughness relevant to the 
scale of naturally-occurring defects) and requires 
only a small amount of material. Drawbacks in- 
clude the need to rely on a calibration constant to 
deal with the complex deformation and residual 
stress fields, and the plethora of equations that 
have developed for computing fracture toughness 
by this method as discussed in Refs. [2-6]. 

The indentation strength (IS) method involves 
the implantation of an artificial flaw on the surface 
of a flexure specimen and fracture of the specimen 
in three- or four-point flexure [7]. A Vickers inden- 
tation is used to create the artificial flaw. It is not 
necessary to measure the initial crack size, since 



the crack will extend stably during subsequent 
loading in response to the external load and the 
residual stress field associated with the indenta- 
tion. Fracture toughness is calculated from the 
elastic modulus, indentation load, Vickers hardness 
and flexural strength. 

The single-edge precracked beam (SEPB) 
method [8,9] is a variation on the traditional single- 
edge notched beam method. In the latter test, a 
precrack is formed by a thin saw cut since fatigue 
precracking is difficult with advanced ceramics. 
The saw cuts are nevertheless blunt and measured 
toughness are typically too high. The SEPB method 
solves the precracking problem by means of a 
"bridge indentation" scheme, wherein an indented 
or saw cut flexure specimen is compression loaded 
in a bridge anvil until a precrack pops in. The pre- 
cracked beam is then fractured in three-point flex- 
ure and the fracture toughness evaluated from an 
equation by Srawley [10]. The crack size must be 
measured in some manner, often by dye penetra- 
tion or by subsequent fractographic analysis. An 
advantage of this method is that, with the choice of 
suitable specimen and flexure fixture dimensions, 
the test is similar to ASTM standard test method 
E-399, Plane-Strain Fracture Toughness of Metal- 
lic Materials [11]. 

The Japan Fine Ceramic Center accumulated 
the available results from thirteen laboratories in 
1990 and prepared reports summarizing the find- 
ings [12-14]. Five U.S. laboratories completed their 
testing in the round-robin by the summer of 1991 
and this report presents their results and findings. 
The five participating U.S. laboratories are listed in 
Table 1. These labs will hereafter be referred to as 
USA labs 1-5. 
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Fig. 1. The test methods used for the VAMAS Round-Robin. 
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Table 1. U.S. participants 



Laboratory 

NIST 

Ceramics Division, 

Gaithersburg, MD 

Allied-Signal, 

Garrett Auxiliary Power Division, 

Phoenix, AZ 

St. Gobain 

Norton Industrial Ceramics Corp., 

Northboro, MA 

NASA/Lewis Research Center 
Cleveland, OH 

Worcester Polytechnic Institute 
Department of Mechanical Engineering, 
Worcester, MA 



2. Materials 

The Japan Fine Ceramic Center furnished all 
specimens for the round-robin. Two materials were 
used: 

Gas-pressure sintered silicon nitride, 
Grade EC-141 1,2 , (hereafter designated silicon 
nitride) 

Zirconia alumina composite 

Grade UTZ-20 1,2 , (hereafter designated ZAC). 

Twenty specimens of each material were sent 
to the participants. Specimen dimensions were 
3 x 4 x 40 mm. One of the 4 mm wide sides was 
ground and polished by a #2000 diamond grinding 
wheel to provide a good reference surface for in- 
dentations. 

The silicon nitride is a commercial grade sintered 
silicon nitride that is used for automotive tur- 
bochargers [14,15]. Yttria and alumina are used as 
the sintering aids. The microstructure has fine 
(1-2 M-m), equiaxed 3-silicon nitride grains and a 
glassy boundary phase [16]. The room-temperature 



1 NTK Technical Ceramics, NGK Spark Plug Co. Nagoya Japan. 

2 Certain commercial equipment, instruments, or materials are 
identified in this paper to specify adequately the experimental 
procedure. Such identification does not imply recommendation 
or endorsement by the National Institute of Standards and Tech- 
nology, nor does it imply that the materials or equipment identi- 
fied are necessarily the best available for the purpose. 



flexure strength is approximately 900 MPa. Strength 
gradually drops to about 60% of this value at 
1200 °C [17,18]. Young's modulus is 310 GPa at 
room temperature. The gas-pressure sintering pro- 
cess is expected to produce a homogeneous and 
isotropic material. 

ZAC, a composite with about 50% zirconia and 
alumina, was fabricated by pressureless sintering. 
The Young's modulus was given as 280 GPa. Figure 
2 shows the microstructure. X-ray diffraction on the 
polished surface of a specimen indicated the pri- 
mary phases are alpha alumina and tetragonal zir- 
conia. Some monoclinic and cubic zirconia were 
also detected. Energy dispersive spectroscopy on 
the scanning electron microscope revealed only alu- 
minum and zirconium. Silicon was not detected. 




Fig. 2. A scanning electron micrograph of the zirconia alumina 
composite (ZAC). The white phase is zirconia, the dark phase, 
alumina. Some residual porosity is also evident. 

Two important issues regarding advanced ce- 
ramic crack growth are whether there are environ- 
mental effects and whether the material has 
R -curve behavior. Both these phenomena interfere 
with the goal of measuring fracture toughness. 

Environmentally-assisted crack extension is usu- 
ally depicted on a V-K\ graph as depicted in Fig. 3. 
The conventional interpretation is that Region I 
and II behavior is controlled by the environment, 
whereas Region III crack extension is intrinsic to 
the material [19]. The point is that environmentally- 
assisted, slow crack growth can occur at stress inten- 
sities less than Ki e and thereby interfere with 
attempts to measure the latter. Tetragonal zirconia 
and zirconia alumina composites are known to have 
glassy boundary phases and are susceptible to slow 
crack growth phenomena [20,21]. 
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Fig. 3. Environmentally-assisted crack growth occurs at stress 
intensities less than Ki c and can interfere with measurements of 
fracture toughness. 

R-curve phenomena, illustrated in Fig. 4, are 
common in advanced ceramics [22-28] and are 
attributed to interactions of a crack with the mi- 
crostructure. Resistance to crack extension in- 
creases as the crack extends. In advanced ceramics 
this is often due to wake (behind the crack tip) phe- 
nomena such as grain bridging, fiber reinforcement, 
or dilation from phase transformations. The ZAC 
with a transformable tetragonal zirconia phase 
likely will cause rising R-curve behavior, but the 
fine grain, equiaxed silicon nitride is not likely to do 
such. 

Figure 5 illustrates one possible framework sug- 
gested by Fuller for categorizing advanced ceramics 
[29]. The simplest condition is a material that has 
no R-curve behavior (i.e., brittle) and which has no 
environmentally-assisted crack growth. It is not un- 
reasonable to characterize such a material as having 
a specific fracture toughness, Ki c , and test methods 
could be tailored to measuring such value. It is ex- 
pected that the silicon nitride will approximate 
these conditions when tested at room temperature. 



Crack extension 

Fig. 4. R-curve phenomena can also complicate fracture tough- 
ness testing. The resistance to crack extension increases as the 
crack extends. It is not clear what constitutes Ki c in such a mate- 
rial. 
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Fig. 5. The crack growth behavior of advanced ceramics can be 
categorized by whether R-curve phenomena, and/or slow crack 
growth phenomena are active. After Fuller [29]. 

If, on the other hand, environmental effects influ- 
ence crack growth, then results will be very sensitive 
to the testing conditions, especially the rate of load- 
ing and humidity. If R-curve phenomena are active, 
then a serious question ensues as to what fracture 
resistance is being measured by a given test. In gen- 
eral, different tests will give different results for 
toughness, depending upon the precracking history, 
the amount of crack extension during the test, the 
amount of crack opening displacement, and the 
precracking and final loading rates. A material 
which manifests both environmentally-assisted 
crack growth and R-curve phenomena poses a 
formidable challenge, both in testing and interpre- 
tation of results [22,23]. The zirconia alumina com- 
posite may very well fall into this category. 
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The test matrix and testing conditions in this 
round-robin were specified primarily with two ob- 
jectives: detecting environmental effects through 
the use of variable loading rates, and observing the 
sensitivity of the results in the IF and IS methods 
to the use of different indentation loads. No proce- 
dures were specified to detect or quantify R-curve 
phenomena, although as will be shown, some infer- 
ences can be made from the results. 



3. Experimental Procedure 

The experimental procedures were specified in 
the instructions JFCC furnished to all participants 
and are summarized below. 

3.1 Indentation Strength (IS) Method 

The polished 4 mm wide surface of each speci- 
men was indented by a Vickers indenter at the in- 
dividual laboratories. Two loads each were used for 
the two materials: 49 and 249 N for silicon nitride, 
and 98 and 490 N for ZAC. Use of two loads per- 
mitted an assessment of whether there was a de- 
pendence of fracture toughness on indentation 
load. Ten specimens of each material were in- 
dented at each load in the middle of the specimen. 
The 490 N load for the ZAC is higher than what 
most microhardness machines can produce, so 
most laboratories mounted a Vickers indenter onto 
a universal testing machine and loaded the speci- 
men in a simulated indentation cycle. It is not clear 
how proper this procedure is and how successfully 
it was done in the different laboratories. Hardness 
measurements themselves are notoriously sensitive 
to loading rate, vibration, and impact. For example, 
it was very difficult with displacement control ma- 
chines to simulate the constant load portion of a 
hardness cycle. NIST held the crosshead stationary 
for 15 s to simulate that portion of the cycle. NIST 
was able to control the peak loads to within 1% for 
7 of 10 specimens, and within 2.5% for the remain- 
ing three. In addition, it was very difficult to con- 
trol the exact peak load with such machines when 
they were loading at rates simulating a microhard- 
ness machine cycle. During the customary hold 
time of about 15 s, the crosshead was held station- 
ary and a relaxation of 2% in load was noted for all 
specimens. In contrast, USA lab 5 unloaded imme- 
diately upon reaching the peak load. 

The indented specimens were then loaded into a 
three-point flexure fixture with a 30 mm span, tak- 
ing care that the indent was loaded in tension di- 
rectly under the middle load pin. The flexure 



strength was measured with a crosshead speed of 
0.5 mm/min. The specimen and fixture sizes, and 
the rate-of-loading are consistent with the 
Japanese flexure strength standard test method: 
JIS R 1601 [30]. 

The JFCC instructions specified that the fracture 
toughness should be calculated by the following 
equation: 



K, c = 0.59(£7// v ) 1/8 (oiP 1/3 ) 



jl/3\3/4 



(1) 



where E is the elastic modulus, H v is the Vickers 
hardness, <r c is the flexure strength, and P is the 
indentation load. Unfortunately, the hardness in 
Eq. (1) is not the same hardness as specified in the 
original Ref. [7]. Vickers hardness is defined as the 
load divided by the actual contact area of the inden- 
ter into the specimen (the surface of the four facets 
of the pyramidal impression which penetrate into 
the sample): 



H v = 1.854 P/(2a) 2 



(2) 



where 2a is the indentation diagonal size. In Ref. 
[7], the hardness was defined as the load divided by 
the projected area on the surface: 



H=2P/(2a) 2 . 



(3) 



The fracture toughness as originally derived in Ref. 
[7] is: 



tf, c = 0.59(£7//) 1 " ! (o- (: P 1/3 ) 



l/3\3/4 



(4) 



The use of the wrong hardness leads to a system- 
atic error of 1% (calculated values are too high) in 
fracture toughness if Eq. (1) is used. Equations (3) 
and (4) are the proper equations to use for the IS 
method as specified in Ref. [7]. 

3.2 Single-Edge Precracked Beam (SEPB) Method 

The fractured halves of the IS tested specimens 
were subsequently used for SEPB testing. Indenta- 
tions were implanted on the 3 mm wide face, the 
specimen precracked with a bridge-anvil, the pre- 
crack dye-penetrated, the specimen fractured in 
three-point loading, and the precrack size mea- 
sured on the fracture surface. 

Either an indentation or saw cut can be used as a 
precursor to the precrack in the middle of the spec- 
imen. The JFCC instructions for this round-robin 
specified use of one Vickers 98 N indent for the 
silicon nitride, and three 196 N indents for the 
ZAC as shown in Fig. 6a. 
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Next, the specimen was inserted into the bridge- 
anvil as shown in Fig. 6b with the indents located 
directly over the groove whose dimensions could be 
varied from 3 to 6 mm as needed. The assembly 
was inserted into a universal testing machine and 
load was increased until a precrack popped in. This 
could be monitored by acoustic emission equip- 
ment or by ear. No loading rate was specified, but 
slow rates are advisable to permit detection of the 
pop-in and to minimize the risk of load cell over- 
load. Although not specified in the instructions, 
once the pop-in load had been established, it was 
acceptable to preload at a moderate rate up to 
some fraction of the expected pop-in load (e.g., 
80%), and then load slowly until pop-in. Loads be- 
tween 10000 and 20000 N (2200-4400 lb) were 
needed for this step, which precluded the use of 
most small table-top universal testing machines. 
(NIST utilized a heavy duty machine 3 for precrack- 
ing, and a small table-top model 4 for three-point 
fracture.) The pop-in load and the precrack length 
could be adjusted by the selection of different 
groove widths; the larger the width, the lower the 
pop-in load and the longer the precrack. 

A specific design for a bridge-anvil was furnished 
by JFCC along with instructions on how to order a 
set from Japan. Several U.S. participants at- 
tempted to acquire such an anvil, but encountered 
administrative difficulties and ultimately fashioned 
their own apparatus. This is important since some 
foreign and U.S. participants had problems obtain- 
ing proper precracks with their own designs, 
whereas the labs using the JFCC design had few 
such problems. The JFCC reports suggested that 
improper alignment with the former may have been 
a problem [12,13]. 

The depth of the precrack was then measured. 
The instructions recommended the use of dye pen- 
etrants, possibly diluted by acetone. If dye pene- 
trants were used, the instructions specified that the 
specimens were to be dried at 50 °C for 1 h. 

The specimens were then loaded in a three-point 
flexure fixture with a rather short 16 mm span and 
loaded to fracture. The specimens were tested at 
two different crosshead rates (1.0 and 0.005 mm/ 
min) thereby permitting an assessment of whether 
environmental phenomena affected the results. 

After fracture, the precrack length was mea- 
sured at three locations as shown in Fig. 7. The 
average of the three measurements was used as the 



3 Instron model TTCML with a 50000 N load cell. 

4 Instron model 1122 with a 5000 N load cell. 
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Fig. 6. The precracking procedure for the SEPB specimens. 
Three 196 N indents were used on the ZAC as shown in (a). 
After indentation, the precrack was popped-in by loading the 
specimen in a bridge-anvil as shown in (b). 

crack length to calculate fracture toughness. The 
difference between any two of the three length 
measurements could not exceed 10% of the aver- 
age, and the plane of the crack had to be perpen- 
dicular to the specimen long axis within 10 ° or else 
the specimen was rejected. These criteria are from 
the ASTM fracture toughness standard E 399 [11]. 
In addition, although it was not clearly stated in 
the instructions, the precrack length had to be be- 
tween 1.2 and 2.4 mm. This is a requirement of JIS 
R 1607 [1], but is not in ASTM E 399 [11]. 
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Fig. 7. After fracture, the SEPB precrack size was measured on 
the fracture surface. 
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Fracture toughness was then calculated from 
Srawley's equation [13] (which is also the same as 
in ASTM E 399) which is accurate within ±0.5% 
for all crack lengths from to W [10,11]: 



K\c— 



3SP 

WW 2 



r.0-5 



F(a) (5) 

a=c/W (6) 

,,, v 1.99 - oc(\ - «)(2.15 - 3.93a + 2.7a 2 ) ,_ 
F(a)= (l+2«)(l-a) ,J (7) 

where: 
5 is the moment arm of the three-point fixture 

(16 mm) 
c is the precrack length 
a is the normalized precrack length 
W is the specimen height 
B is the specimen width 
P is the load at fracture. 



3 3 Indentation Fracture (IF) Method 

One of the fractured halves of an IS specimen 
was used for this method. Ten Vickers indentations 
were placed on the polished surface. Two loads 
each were used for the two materials: 98 and 196 N 
for the silicon nitride, and 294 and 490 N for the 
ZAC. No instructions on loading rate were given. 
The 294 N load (30 kg) is at the limit of many 
commercial microhardness testers. As discussed 
above in the IS section, the 490 N indentation had 
to be simulated on a universal testing machine and 
this could have introduced a serious additional 
source of error or scatter in the IF method. (Micro- 
hardness measurements are notoriously sensitive to 
vibrations and rate of loading.) 

The indentation diagonal length, la, and the 
crack length, 2c, were measured for each impres- 
sion. If the ratio of the crack length to indentation 
length, c/a, was less than 2.3, or if there was crack 
branching, the data was to be rejected. 

Two different equations were to be used for cal- 
culation of fracture toughness. Unfortunately, the 
instructions for the round-robin furnished two 
forms for each of the equations (for a total of four 
equations) which led to some confusion. 

The derivation by Miyoshi et al. [31] gives: 



Ac = 0.018 (£//*»)" {Pic") 
=0.0264 E^P^c' 15 a. 



(8) 
(9) 



Equation (9) properly follows from Eq. (8) if the 
hardness is H v =1.854P/(2a) 2 . The instructions for 



the round-robin specified that Eq. (9) was to be 
used but also included Eq. (8), but without the sub- 
script "v". Regretably, some U.S. participants uti- 
lized Eq. (8), but with H = 2P/(2a 2 ). This leads to a 
3.9% error in the IF results. In the results that fol- 
low, all data have been corrected to be in accor- 
dance with Eq. (9) as specified by the round-robin 
instructions and by Miyoshi et al. [31]. 

An alternate equation derived by Marshall and 
Evans [32] was also prescribed by the round-robin 
instructions: 

A c = 0.036 E 0A P u a -°- 7 (c/a)- 1 - 5 (10) 

= 0.036 E M P°* a™ c~ u . (11) 

In this instance, there is no confusion with hard- 
ness since it does not appear. Equations (9) and 
(11) are very similar and have the same c depen- 
dence. The E, P, and a dependencies are slightly 
different and reflect a small difference in the de- 
pendence of the EIH ratio used in the original 
derivations. Dividing Eq. (9) by (11) gives: 

Kc, Eq. (9)/K c , Eq. (11) = 0.689 {E/Hf\ (12) 

Equations (9) and (11) give values of K c that are 
about 7% different since E is constant and H varies 
only a slight amount over the range of indentation 
loads used. The Miyoshi et al. [31] Eq. (9) gives the 
smaller value of Kc. (The difference is also about 
7% if H v is used.) 

Several laboratories also measured the Vickers 
indentations and cracks from the precracking of 
the IS specimens (described above) and thus were 
able to obtain additional data for IF analysis. The 
indentation loads available for IF analysis are 
shown in Table 2. 



Table 2. Indentation loads for IF analysis 




Material Load (N) 


silicon nitride 49 98" 196" 294 
ZAC 98 294" 


490* 



a Specified by the IF instructions. 



4. Results and Discussion 

The U.S. laboratory results are presented here in 
the same format as used by JFCC for the earlier 
partial results. This is done to permit easy compari- 
son of the U.S. results to those of the other partici- 
pants. The results from the U.S. labs are identified 
in the figures as U.S. labs 1-5. 
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4.1 Indentation Strength (IS) Results and 
Discussion 

Figures 8 and 9 show the results for silicon ni- 
tride and the zirconia alumina composite respec- 
tively. The U.S. data are completely consistent with 
the other data and show the same trend of appar- 
ent increasing toughness with indentation load. 
The within-laboratory standard deviations of the 
results are also consistent with the other laboratory 
results and are typically 0.1 to 0.2 MN/m 1 - 5 (Figs. 
A1-A4 in Appendix A). (Foreign lab 2 did not fol- 
low instructions and annealed the specimens prior 
to testing thereby relieving the residual stress. This 
procedure invalidates the use of Eqs. (1) or (4).) 
For silicon nitride, the average fracture toughness 
for all laboratories (excluding lab 2) is approxi- 
mately 5.8 and 6.3 MN/m 1 - 5 at the 49 and 294 N 



loads, respectively. For the ZAC, the averages are 
6.9 and 7.4 MN/m 1 - 5 , at 98 and 490 N loads, respec- 
tively. None of the Japanese labs (8-11) performed 
IS measurements. 

A material with constant fracture toughness 
would have a fracture load dependent upon the in- 
dentation load, P, to the minus one third power. 
Since this dependence is factored into Eqs. (1-4) 
there should be no dependence of IS toughness on 
indentation load. The apparent variation in Figs. 8 
and 9 could be attributed to a rising "R-curve", 
and indeed, techniques to analyze such data have 
been devised [26-28]. 

An alternative explanation can be found by not- 
ing that the controlled flaw is often quite large rel- 
ative to the specimen cross section. The flaw is not 
exposed to a uniform stress field, but is actually in 
a gradient which diminishes to zero axial stress at 
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Fig. 8. Fracture toughness for the silicon nitride as measured by the indentation 
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tion load corrected for the stress gradient (USA 1"). 
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Fig. 9. Fracture toughness for the ZAC as measured by the indentation 
strength (IS) method. The dotted line shows the USA lab 1 data corrected for 
the stress gradient. 



the neutral axis. The stress intensity around a crack 
can be expressed as: 



Ki = Ycry/c 



(13) 



where Y is the shape factor, cr is the far-field stress, 
and c is flaw depth. The derivation of Eq. (4) as- 
sumes that the applied far-field stresses are acting 
uniformly on the surface crack and that the shape 
factor, y, for the crack is uniform and remains con- 
stant as the crack extends. The shape factor is in- 
corporated into the constant, 0.59, in Eq. (4). An 
expanded version of Eq. (4) from Ref. [7] is: 

Ki = [(256/27)(irY) 3/2 §f 4 (E/H) m (oP ,l3 ) m (14) 

where § is a constant for the Vickers produced ra- 
dial cracks. 

Assuming a constant Y is only an approximation 
for surface cracks loaded in bending. Although it is 
adequate for shallow cracks in large bend speci- 
mens, it is more accurate to adjust the stress inten- 
sity shape factor, Y, for the stress gradient. In 



recent years, the shape factors corrections derived 
by Newman and Raju [33,34] have been commonly 
used. An estimate of the effect of the stress gradi- 
ent upon the computed fracture toughness is 
derived below. 

The indentation loads used in the present round- 
robin had to be sufficiently large to ensure fracture 
from the artificial flaw. Table 3 illustrates that the 
artificial flaws were quite large relative to the spec- 
imen thickness (3 mm). (The surface lengths were 
measured and the depths shown assume the crack 
shape is semicircular.) 

Table 3. Indentation strength (IS) specimen initial crack sizes 

Material Indent load Surface length Flaw depth Depth ratio 
P(N) 2c (mm) c (mm) c/W 



Si 3 N 4 


49 


0.165 


0.083 


0.028 


Si 3 N 4 


294 


0.570 


0.285 


0.095 


ZAC 


98 


0.179 


0.090 


0.030 


ZAC 


490 


0.622 


0.311 


0.104 
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The initial crack sizes are not the crack size at 
fracture, however. During loading to fracture, the 
residual stresses from the indentation will combine 
with the applied external stresses to cause the ini- 
tial crack, Co, to extend stably to a size c max at which 
point unstable fracture will occur [7]. The value of 
c max can be estimated from the indentation parame- 
ters and, thus, it is not necessary to measure a 
crack length for this method. (Note that Eqs. (1) 
and (14) do not include a crack size term.) Not 
having to measure precrack size is a great experi- 
mental advantage. If the plastic indentation zone 
exerts a constant residual force upon the crack as it 
extends, the original analysis shows that the pre- 
crack will extend 2.52 x its original size in a uni- 
form stress field for a flat R-curve material [7]. The 
crack extension would be less if the plastic indenta- 
tion zone behaves as a rigid (fixed-displacement) 
wedge [27]. The latter study reported experimental 
extensions along the specimen surface of 2.1 and 
2.3 x for a SiC-alumina composite and silicon ni- 
tride, respectively. 

The extent of crack extension into the depth will 
be much less, however, due to the stress gradient. 
Thus, the controlled flaw will change shape from a 
semicircle to a semiellipse. Raju and Newman 
showed several instances where crack shape 
changed ellipticity during fatigue growth [33]. 
Dusza [35] and El Aslabi et al. [36] reported that 
crack extension was entirely along the surface in 
ceramic IS specimens, with nearly no extension 
into the depth. The latter study was on a silicon 
nitride with similar indentation loads as in the 
VAMAS round-robin. Ramachandran and Shetty 
[27], Krause [26], and Anderson and Braun [28] 
also noted the change of crack shape. Each of 
these investigators observed that the change in 
shape would affect their shape factors, but resorted 
to the use of an average value for Y. 

Ideally, the final crack shape at instability could 
be measured and the correct shape factor could be 
used in the Eq. (13). The silicon nitride and ZAC 
specimens tested at NIST were examined to deter- 
mine if the final crack shape could be measured. 
The semicircular initial cracks were evident, but 
the final crack shapes were not clear (Fig. 10). It 
was therefore necessary to estimate the final crack 
shape. 

The Raju and Newman [33] and most other [34] 
analyses show that for the semicircular cracks of 
Table 2, the shape factor, Y, is severest at the sur- 
face by about 10%. The cracks will grow into 
semiellipses with an aspect ratio somewhere be- 
tween 0.7 and 0.9, depending upon the penetration 



into the flexure stress gradient. Assuming such ex- 
tension, and taking into account the different ini- 
tial crack depths of Table 3, it can be estimated 
from the graphs of Raju and Newman [33] that Y 
for the larger-precracked specimens will be 10% 
less at fracture than for the smaller-precracked 
bars. This is for both the ZAC and silicon nitride. 
The calculated fracture toughness for the larger 
initial cracks is therefore reduced by Y 3/8 [Eq. (14)], 
or 4% (relative to the small-load IS specimens). 
This reduction is shown as a dotted line for the 
NIST data in Figs. 8 and 9. Much of the apparent 
dependence of fracture toughness upon indenta- 
tion load can thus be accounted for. 5 

In summary, the indentation strength (IS) results 
are quite consistent between the different laborato- 
ries, and give an average fracture toughness of 5.7 
MN/m' J for the silicon nitride, and 6.7 MN/m 15 for 
the ZAC at the lower indentation loads. The scat- 
ter in toughness values within each laboratory was 
quite low, typically 0.1 to 0.2 MN/m 1 \ The method 
is simple to conduct and rather popular. One short- 
coming of the method is that the true crack shape, 
the stress intensity factor, the simplifications of the 
elastic-plastic analyses for the residual stress driv- 
ing force, and the assumptions of the general simil- 
itude of the indentation patterns from material to 
material, are all embodied in the constant 0.59 in 
Eq (4). This value was empirically derived by com- 
parison of indentation strength results to results on 
"standard" materials of "known" toughness. Fi- 
nally, the specification that three-point loading was 
to be used added an additional, unnecessary com- 
plicating factor in that the precrack had to be pre- 
cisely located in the three-point flexure fixture. 
Four-point testing would have been much easier, 
and possibly more accurate. 

4.2 Single-Edge Precracked Beam Results and 
Discussion 

Figures 11 and 12 show the results obtained from 
the SEPB method as a function of crosshead rate. 
The use of two widely different crosshead rates 
permits an assessment of whether environmentally- 
assisted crack growth was a factor. Most of the lab- 
oratories used the recommended speeds of 1 and 
0.005 mm/min. USA lab 2 overlooked this, how- 
ever, and tested all 20 specimens at a single rate. 



5 This stress intensity shape factor variability is a serious inter- 
fering factor on measurements of R-curves in IS testing. Krause 
[26] and Anderson and Braun [28] have also made this observa- 
tion. 
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Fig. 10. Fracture surface of an indentation strength ZAC specimen with a 490 N indent. An 
insert in each figure shows (at correct scale) the size of the indentation and the precrack. 
(a) shows the entire fracture surface. The black arrow points to the area where the indentation 
fracture origin lies, (b) is a closeup with the specimen tilted to accentuate both the indent and 
the fracture surface. The large white arrows marks the Vickers indent; the white bars, the 
precrack; and the small white arrow, the probable extent of stable crack extension prior to 
catastrophic fracture. 



The silicon nitride is, for the most part, insensitive 
to the rate of loading, whereas the ZAC exhibited 
pronounced sensitivity. If the fracture toughness is 
lower at the lower loading rate, the usual interpre- 
tation is that environmentally assisted slow crack 
growth is active. This interpretation will be recon- 
sidered below. 



The toughness values for the silicon nitride are, 
for the most part, in very good agreement between 
the laboratories and cluster about 5.6 MN/m 1 ' 5 . The 
standard deviations within the all labs are usually 
between 0.1 and 0.4 MN/ra 1J . The U.S. laboratories 
are between 0.1 and 0.3 MN/m 1 - 5 as shown in the 
figures in the appendix. The exceptions are USA 
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Fig. 11. Fracture toughness for the silicon nitride as measured by the single edge precracked beam (SEPB) method. 
There is a negligible loading rate effect indicating that environmentally assisted crack growth is not a factor. 



lab 3 and labs 3, 6, 9, and 12 from the original 
reporting labs. Of the four Japanese labs (8-11), 
labs 8, 10, and 11 had very consistent results with 
low scatter (Figs. A5-A8 in Appendix A), but lab 9 
seemed to be systematically high. 

The ZAC results have higher scatter as shown in 
Fig. 12. Most results are within a range of 0.75 MN/ 
m 1-5 and show the trend of higher toughness with 
higher loading rate, although sometimes, individual 
labs (such as labs 2 and 4, and USA labs 3 and 4) 
concluded there was no such dependence. USA lab 
4 had drastically divergent results and it is tempting 
to conclude the results are erroneous. They are 
not, and USA lab 4 discerned an important phe- 
nomenon that raises important questions about the 
interpretation of the SEPB test results which are 
deferred until later in this section. 

The initial reports by JFCC on the round-robin 
suggested there may have been confusion and 
problems by some of the participants who had 
never tried the SEPB test method before [12,13]. 



One problem proved to be in measuring the pre- 
crack size, a task which required some experience 
and skill. Several labs that were unfamiliar with the 
bridge-anvil precracking method reported diffi- 
culties in obtaining properly precracked specimens. 
Figure 13 shows two silicon nitride SEPB speci- 
mens: one with and one without straight precracks. 
Alignment of the homemade bridge-anvils is the 
probable source of the difficulty. JFCC suggested 
that some of the precracking jigs may not have 
been adequate to the task. On the other hand, 
there were sufficient fragments left over from the 
IS testing that a large number of specimens could 
be tried until an adequate number of SEPB speci- 
mens could be tested. The high compression loads 
also posed a severe risk of universal testing ma- 
chine or load cell damage if the operator inadver- 
tently pressed a wrong crosshead speed button. 

The flexibility of precracking conditions led to 
some differences in precise procedures with un- 
known attendant effects on the final results. For 
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Fig. 12. Fracture toughness for the ZAC as measured by the single-edge precracked beam (SEPB) method. The rate 
dependence of fracture toughness probably is a consequence of R-curve and environmentally assisted crack growth 
phenomena. 



example, the rate of loading was unspecified in the 
instructions: "Increase the load gradually until a 
pop-in sound is detected by ear or a sonic sensor." 
Some laboratories used older, screw-driven ma- 
chines and crosshead rates had to be kept low to 
hear the pop-in against the background machine 
noise. Other laboratories with quieter machines 
precracked at faster rates. 

NIST and USA lab 3 (at least initially) used a 
stethoscope attached to the bridge-anvil support to 
detect pop-in. USA labs 3 and 5 visually observed 
precracking through a hole in the side of the 
bridge-anvil at the same time that the crack was 
exposed to a dye penetrant. Most other laborato- 
ries applied dye penetrant after precracking. The 
use of a dye penetrant during precracking may alter 
the precracking process by enhancing intergranu- 
lar, environmentally assisted crack growth as 
opposed to stable fast crack pop-in. The rate of 
precracking has been shown to have a strong effect 



upon the type of precrack (trans- versus intergran- 
ular) and upon the final toughness result in materi- 
als with R-curve producing microstructures [8,37]. 
The silicon nitride specimens precracked with a 
distinct (albeit faint) pop and it is believed that the 
material was less sensitive to details of precracking 
than the ZAC. USA lab 5 used load control (rather 
than displacement control) and reported that it 
was easier to detect a distinct pop-in at higher load- 
ing rates. NIST used a slow loading rate for the 
ZAC and observed (by interrupting the procedure, 
removing the specimen, and dye penetrating it) 
that precracking commenced at loads as low as 
9000 N, and stably propagated in short extensions 
(with attendant sound emissions) as load was in- 
creased. NIST and USA lab 3 discerned a series of 
faint snapping noises during the ZAC precracking. 
The evidence strongly suggests R-curve phenom- 
ena. Differences in precracking may have affected 
the ZAC results as will be discussed below. 
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Fig. 13. Side views of fractured silicon nitride SEPB specimens. 
The arrows mark the precrack. 

After precracking, the specimens were loaded to 
fracture in three-point flexure. The silicon nitride 
at all loading rates, and the ZAC at the fast rates, 
exhibited an essentially linear load-deflection curve 
as illustrated in Fig. 14. NIST and USA lab 4 re- 
ported that the ZAC, in contrast, had a slight non- 
linearity at the slower loading rates as illustrated in 
Fig. 14. This is an important observation and 
means that the crack grew stably prior to catastrophic 
fracture. The stable growth can be interpreted as 
coming either from environmentally assisted crack 
growth, or from rising R -curve behavior. The envi- 
ronmental growth probably does not fully explain 
the observed results since, for a flat R-curve mate- 
rial, any crack extension in a single-edge loaded 
beam usually leads to unstable-crack extension (for 



1 



DISPLACEMENT 



3 
3 




DISPLACEMENT 
b 

Fig. 14. Silicon nitride SEPB specimens at both loading rates, 
and the ZAC at the fast loading rate, had linear loading to 
fracture as shown in (a). The ZAC at the slow loading rates had 
several seconds of stable crack growth prior to catastrophic frac- 
ture as shown schematically in (b). 

"soft" testing machines and fixtures, and for the 
precrack sizes of the specified ranges of this round- 
robin 6 .) Therefore, rising R-curve phenomena 
probably exists in the ZAC. 

One minor observation at NIST during the 
three-point loading was that alignment of the pre- 
packed beam in the three-point fixture was a nui- 
sance. The SEPB specimens had a very short 
length (—20 mm) and were tested on a 16 mm 



6 Stable crack extension is possible in flat /{-curve materials for 
the precrack sizes specified in the VAMAS round-robin, but 
only if the testing system is extremely rigid. Baratta and Dunlay 
[38] and Sakai and Inagaki [39] have defined the geometries, 
specimen and system compliances that lead to stable crack ex- 
tension. The testing systems used in the present round-robin 
were usually "soft" or compliant, and would not promote stable 
crack growth. 
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span. A 1% error in positioning the precrack is 
only 0.08 mm (0.003 in)! It is not known what effect 
such misalignments had upon the measured values 
of toughness. Four-point fixtures would have been 
easier to use and would have eliminated this poten- 
tial error source. 7 

After fracture, all labs measured the "precrack" 
size on the fracture surfaces and rejected any spec- 
imens where the crack was misaligned, uneven, or 
not in the specified size range. Measurements were 
made using optical microscopes or photos taken 
with a microscope. Figure 15a shows a typical pre- 
crack in the ZAC. Table 4 shows some of the pro- 
cedures used by the U.S. labs. Each lab developed 
a procedure after a few trial and error steps. The 
easiest and most reliable method for the ZAC was 
application of a felt-tip pen to the precrack which 
stained the white material quite effectively. The 
opaque silicon nitride was much more problematic 
(Figs. 15b,c) and none of the dye penetrants 
worked effectively. Most bled during subsequent 
fast fracture and storage which led to false crack 
length measurements. Two labs reported this oc- 
curred despite drying cycles or protracted periods 
of storage prior to fracture. The best procedure for 



the silicon nitride was optical microscopy with low- 
incident angle lighting. 

Table 4. Precrack inspection procedures 



Lab 



Procedure 



ZAC 



Silicon nitride 



NIST Green felt-tip pen 



USA lab 2 Commercial blue dye 
penetrant 

USA lab 3 Felt-tip pen 



USA lab 4 (Red dye penetrant 
unsuccessful) 
Low-angle incident 
lighting 

USA lab 5 Acetone and dye, 
fractographic 
inspection 



(Fluorescent dye 
penetrant-unsuccessful) 
Low-angle incident 
lighting 

Commercial blue dye 
penetrant 

Blue food coloring, 
applied under load 

(Red dye penetrant 
unsuccessful) 
Low-angle incident 
lighting 

Acetone and dye, 

fractographic 

inspection 




I I I 



Fig. 15. Fracture surfaces of ZAC (a) and silicon nitride (b) SEPB specimens. The colored penetrant on the ZAC is quite definitive. 
The silicon nitride was more difficult to dye penetrate and low-angle incident lighting was necessary. The position of the shadow in 
(b) could be altered significantly, however, depending upon the lighting angle. Considerable care had to be taken to make proper size 
measurements as marked by the arrows in (c). 



7 In defense of the choice of three-point loading, it should be 
stated that the scheme was presumably chosen to be in compli- 
ance with the loading configurations of ASTM standard E-399 
[11]. The latter standard uses much larger specimen sizes that 
are easier to set-up however. 



593 



Volume 97, Number 5, September-October 1992 

Journal of Research of the National Institute of Standards and Technology 



The apparently unusual results of USA lab 4 for 
the ZAC (Fig. 12) can now be reexamined in light 
of the known R-curve phenomena and of the USA 
lab 4 precracking procedure. Their procedure for 
staining the precrack was unsuccessful and they re- 
sorted to measuring the "precrack" by low-angle 
incident lighting. The ridge or feature that they ob- 
served in the ZAC is almost certainly not the origi- 
nal crack from the precracking step, but instead, the 
crack length at the point of instability. This crack 
length was considerably longer (—0.4 mm) than 
the pop-in crack size because of stable crack exten- 
sion during the slow loading to fracture. The longer 
precracks that USA lab 4 used in Eqs. (5-7) ac- 
count for their apparently high values of fracture 
toughness. 

This is further reflected in Fig. 16 which shows 
the apparent fracture toughness as a function of 
crack size for USA labs 4 and 5. USA lab 4 con- 
cluded there was a strong dependence of fracture 
toughness on crack length and USA lab 5 con- 
cluded there was none. 

This raises a rather fundamental question about 
what crack size is appropriate for the computation 
of fracture toughness for the ZAC: the pop-in pre- 
crack length or the crack length at instability? In- 
deed, this raises the additional question of what 
point on the R-curve (Fig. 4) does the measured 
fracture toughness lie. 

One aspect of SEPB testing that was not ad- 
dressed in the round-robin is the possible residual 
influence of the indents upon the final results. The 
indents are intended to act strictly as precrack 
starters and are presumed to have no result on the 
final fracture. Several investigations have con- 
cluded that this is not correct, and that proper re- 
sults are only obtained if the indentations and their 
residual stress fields are removed prior to testing 
[40-43]. Further work is warranted to further clar- 
ify whether this is true only for short precrack 
lengths. 

In summary, for the SEPB method, very consis- 
tent results were obtained by four of the five USA 
labs for the silicon nitride. The results were in 
agreement with the bulk of the other reported data 
from the international participants. There were 
negligible effects from loading rate or R-curve phe- 
nomena. The ZAC results were somewhat less con- 
sistent. Interpretation is severely complicated 
probably by both R-curve and environmentally as- 
sisted crack growth phenomena. The meaning of 
the measured fracture toughness in this material is 
unclear. 



4.3 Indentation Fracture (IF) Results and 
Discussion 

The IF results for silicon nitride and ZAC are 
shown in Figs. 17 and 18, respectively. The scatter 
in these results is shown in the appendix as Figs. 
A9-A12. 

The USA lab results for the silicon nitride are 
consistent with the main body of data. There was 
no explanation for the very deviant results from 
foreign labs 5 and 6 [12-13]. The four Japanese 
labs 8-11 obtained systematically higher toughness 
values than the other participants. (The scatter in 
results within an individual lab are typically 0.15- 
0.3 MN/m 1 - 5 , so the differences shown in Fig. 17 are 
systematic.) High values of fracture toughness cor- 
respond to shorter measured crack lengths. 

The IF results for the ZAC are widely scattered 
and it is not possible to dismiss the results of any 
laboratory as being deviant. Toughness ranged 
from 5.3 to 9.2 MN/m 15 . Scatter in results within 
each lab varied widely from as low as 0.1 MN/m 15 
to as high as 1.3 MN/m 1-5 . 

Both Eqs. (9) and (11) show that fracture tough- 
ness depends upon crack length, c, raised to the 
minus 1.5 power. A ±10% variation in c therefore 
causes a +17 to -13% variation 8 in K c or a net 
scatter (ratio) of 1.17/.87 = 1.34. This variability 
probably accounts for most of the scatter in the 
results. The ZAC scatter at 294 N is from 9.2 to 5.3 
MN/m 1 - 5 , =1.7, and the silicon nitride at 196 N is 
from 6.6 to 5.0 MN/m 1 - 5 , =1.32. 

Several USA labs reported that the crack lengths 
measured were highly dependent upon the mode of 
viewing. All labs observed that there was consider- 
able interpretation as to where the exact crack tip 
was and that there was difficulty in measuring this 
point. Different viewers were apt to obtain differ- 
ent results on the same specimen. Most agreed that 
the optics furnished with the microhardness ma- 
chines were woefully inadequate for measuring 
crack lengths. (Most used more powerful micro- 
scopes.) NIST utilized a reflected light microscope 9 
at up to 400 x with a video camera connected to a 
32 cm television monitor. Crack length measure- 
ments were made on the monitor with a mouse- 
driven set of cross hairs and length measuring 
software. The software included calibration correc- 
tions for the video system. This enabled accurate 
measurements to be taken in a very short time with 



"(0.9)- 1J = 1.17; to (l.l)-'- 5 =0.87. 
9 Optiphot, Nikon, Melville, N.Y. 
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Fig. 16, Apparent SEPB fracture toughness versus "precrack" size for the ZAC. (a) is from 
USA lab 4, and (b) is from USA lab 5. The precrack lengths in (a) are the initial crack lengths 
after bridge anvil precracking; whereas those in (b) represent the crack length at instability. 
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Fig. 17. Indentation fracture (IF) fracture toughness for the silicon nitride. 



minimum effort. A few silicon nitride measure- 
ments were repeated on a different optical system, 
also equipped with a video monitoring system, but 
without the measurement software. Measurements 
from the two systems agreed within 3-4%. USA lab 
4 reported that their experience was that measure- 
ments taken by a scanning electron microscope 
were typically 10 \im longer than optical measure- 
ments. 

The indentation loads prescribed by the round- 
robin instructions were intended to produce cracks 
sufficiently long that the assumptions entailed in 
the derivations of Eqs. (9) and (1 1) would be valid. 
If the ratio of crack length to indentation diagonal 
size ratio (c/a) was less than 2.3, the data were to 
be ignored. Approximate locations for this 
threshold as determined with the NIST data set are 



shown as dashed vertical lines in Figs. 17 and 18. It 
is evident that the indentation load of 98 N was 
marginal for the silicon nitride, and the load of 294 
for the ZAC was unacceptable. The instructions 
specified that 10 measurements be made, and only 
those indentations that were satisfactory would be 
used. 

The need for a c/a >2.3 comes from the require- 
ment that the cracks be fully developed median 
(and not Palmqvist) cracks. A number of recent 
studies (e.g., [44]) have carefully studied subsur- 
face crack morphologies and report that the transi- 
tion from Palmqvist to a median crack form can 
actually occur at ratios as high as 3.0. 

There were dramatic differences in whether this 
c/a criterion was met from lab to lab since they 
were measuring different crack lengths for a given 
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Fig. 18. Indentation fracture (IP) fracture toughness for the ZAC. 



set of test conditions. Table 5 shows how the USA 
labs responded. The international participants also 
had wildly mixed results on meeting this criterion 
[12,13]. None of the Japanese labs (8-11) reported 
results at 98 N for the silicon nitride, suggesting 
that all their c/a ratios were <2.3. 

Statistical bias problems can arise in situations 
such as this, depending upon the sampling proce- 
dures. The average value can be quite different if 
(a), of the 10 indentations, only those that meet the 
criterion are accepted, as opposed to (b), indenta- 
tions are repeatedly made until 10 acceptable 
patterns are made. (For example, consider repre- 
sentativeness of taking the average of 10 valid in- 
dentations if, in fact, 300 indentations had to be 
made overall.) USA lab 5 reported that there was a 
pronounced dependence of fracture toughness on 



Table 5. Indentation fracture sampling. Fraction of indenta- 
tions that met the c/a >2.3 criterion 







Material 








ZAC 


Silicon nitride 


USA lab 


294 N 


490 N 


98 N 


196 N 


1 


0/10 


7/10 


7/10 


10/10 


2 


20/20 


18/20 


29/32 


29/29 


3 


5/10 


3/10 


6/10 


10/10 


4 


10/10 


10/10 


10/10 


10/10 


5 


0/20 


10/20 


8/20 


14/18 



the c/a ratio as shown in Fig. 19. This was the case 
for both materials and at all indentation loads. 
Taking only those values for which c/a > 2.3 leads 
to using only the lower values of fracture tough- 
ness, leading to a clear bias. 
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There are several complications to the IF 
method including environmentally assisted crack 
growth, the decelerating nature of the crack, and 
R-curve influences. Environmentally assisted crack 
growth, which can occur in response to the residual 
stress, tends to make the cracks longer than they 
would otherwise be. This would lead to underesti- 
mates of the fracture toughness. As discussed 
above in the SEPB results, there seems to be negli- 
gible environmental effects for the silicon nitride. 
Environmentally assisted slow crack growth may be 
active in the ZAC, but it was difficult to distinguish 
the rate effects from the R-curve phenomenon. 
USA lab 5 reported that ten specimens of each ma- 
terial were indented with a drop of oil over the 
indent but no difference in crack lengths was noted. 

The conventional interpretation is that the IF 
median cracks form during the unloading sequence 
[7], but some instances of formation during the 
loading have also been reported [45]. In either in- 
stance, the crack opens up from, and extends away 
from the indentation impression until it arrests. 
Polycrystalline materials have the potential for the 
microstructure to interfere with the decelerating IF 
crack, whereas in most fracture mechanics test 
methods the cracks are accelerating at critical load. 
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Fig. 19. The (IF) fracture toughness varied strongly with the c/a 
ratio for the silicon nitride indented at 98 N. Data and figure 
from USA lab 5. 

This difference may tend to make the IF cracks 
shorter than they otherwise would be (if the mi- 
crostructure were amorphous or very fine and 



homogeneous) and overestimates of fracture tough- 
ness may result from IF testing. 

In conclusion, the IF results were disappointing 
primarily because of the high scatter and failure to 
obtain consistent interlaboratory results. The strong 
dependence of the computed fracture toughness 
upon the crack length (c -1 - 5 ), and the difficulty in 
measuring such, combined to cause high scatter. 
Refinements to the measurement technique in prin- 
ciple could improve the accuracy of this method. 



5. Summary 

Table 6 summarizes the apparent fracture tough- 
ness values for the different methods. These num- 
bers are estimates based upon the "average" values 
from the figures presented previously with empha- 
sis on the most reasonable test conditions. The con- 
currence of values at about 5.5 MN/m 1 ' 5 for the 
silicon nitride is encouraging. It is plausible that this 
material has a constant fracture toughness (flat R- 
curve) and a negligible loading rate dependence. 
The variability in the estimates for the ZAC proba- 
bly reflects R-curve and environmentally assisted 
crack growth phenomena. The different test meth- 
ods may be giving fracture toughness values corre- 
sponding to different points on the R-curve. 

Table 6. Summary of fracture toughness values (MN/m 15 ) 



Method 



Silicon nitride 



ZAC 



IS (low load) 
(high load) 


5.7' 
6.3" 


6.7" 
7.4 b 


SEPB 


5.6" 


5.4 (slow rate) 
6.1 (fast rate) 


IF 


5.4' 

(very high scatter) 


? 



" Denotes the most probable value for Kj c for silicon nitride. 
b No correction for stress gradient. 

The scatter in IF results for the silicon nitride 
shows that any one lab could stray typically as much 
as 0.5 MN/m 15 off the mainstream results, although 
in some instances there was even more deviation. 
The scatter in IF results for the ZAC, both within 
a lab and between labs, was so high as to render the 
results highly suspect. The effects of R-curve phe- 
nomena upon the IF test method values are uncer- 
tain. 
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The IS method had lower scatter and very plau- 
sible results for the silicon nitride, making this a 
very attractive, simple laboratory test for estimating 
fracture toughness. The ZAC results also had a rel- 
atively low scatter, about equal to that obtained by 
SEPB. Once again, the R-curve and environmen- 
tally assisted crack growth phenomena had an un- 
certain effect upon the ZAC results. Either low 
indentation loads (for small crack sizes) or large 
specimen cross-sections are recommended for IS 
testing to minimize the stress gradient problem. 
Four-point loading may be preferable for small 
specimens. 

The generally consistent results obtained on the 
SEPB method for the silicon nitride are also en- 
couraging. Some questions, both in testing proce- 
dure and in interpretation, were again raised about 
using this method for the ZAC in the context of 
R-curve behavior. Careful attention needs to be 
placed on specifying exactly which "precrack" 
length should be measured in such instances. Test- 
ing in four-point loading would simplify the SEPB 
procedure. 



6. Conclusions 

Table 7 summarizes the fracture toughness test 
methods that are normally used by the participat- 
ing USA labs. The indentation fracture (IF) 
method is not commonly used and several laborato- 
ries complained that interpretation of the method 
is "ambiguous." All agreed that it is difficult to ac- 
curately and precisely measure the cracks, that 
there is significant variability between observers. 
Four of the five labs felt the method was not reli- 
able. The method is not suitable for elevated-tem- 
perature testing. The high scatter in the results of 
the present round-robin indicate that, at the least, 
better procedures for measuring the cracks are 
necessary. The participants for the most part felt 
that the method may be adequate in the laboratory 
as a research tool, but is not suitable as a standard 
for general engineering purposes. These findings 
are consistent with those of Binner and Stevens in 
their review paper on this method [46]. 

The same distrust about the indentation cracks 
seems to be held by three of the five labs towards 
the indentation strength (IS) method. This method 
is widely cited in the ceramics literature, and is felt 
to provide a good estimate of fracture toughness 
despite a concern with its empirical roots and "cali- 
bration" constants. The method is not applicable to 
high-temperature testing. The experimental ease of 



Table 7. Participants utilization of the fracture toughness meth- 
ods 

Laboratory VAMAS round-robin tests Other tests 
IS IF SEPB 



NASA-Lewis 

Norton 

Allied Signal 
(Garrett) 

Worcester 
Polytechnic 

NIST 



"CN (Chevron Notch) 



a CN (Chevron Notch) 



b DCB (Double 

Cantilever Beam) 
b AM-DCB (Applied 

Moment DCB) 



" Test method already in routine usage, and is preferred. 

b Test method already in routine usage. 

c Test method will be used. 

d Test method not ordinarily used. 

the method (indent and break, without the need to 
measure cracks) and the fairly consistent results 
obtained in this round-robin may encourage the 
broader use of this method as a simple, fast means 
of estimating fracture toughness for quality control 
or comparison purposes. 

There was a generally favorable reaction to the 
SEPB method. Three of the labs routinely use it 
despite its recent development. One other lab re- 
ported that it will be adopted for routine work. 
Most participants felt that fracture toughness val- 
ues obtained were technically rigorous for a flat R- 
curve material in the absence of environmental 
effects. The extra work entailed in precracking was 
felt to be worthwhile in terms of the quality of the 
result. Several labs reported problems with SEPB 
elevated-temperature testing since precracks are 
prone to heal. 

In overall summary, the round-robin was felt to 
be a success. Reasonably consistent results were 
obtained for the IS and SEPB methods between 
most laboratories for two different materials. Sev- 
eral areas were identified where refinements could 
be made and there now is greater confidence by 
the U.S. participants in these two methods. Partici- 
pants either successfully tried the IS or SEPB 
methods for the first time, or refined their usual 
procedures. The IF method was less successful in 
this round-robin. 

A single value of fracture toughness for the sili- 
con nitride seems to be appropriate. No R-curve or 
environmentally assisted crack growth phenomena 
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were detected. Several questions of interpretation 
of fracture toughness were raised for the case of 
the ZAC, which exhibited R-curve and environ- 
mentally assisted crack growth. There is no simple 
interpretation of fracture toughness for this mate- 
rial. 



A direct result of this round-robin is that the IS 
and SEPB methods are now under consideration in 
ASTM Committees C-28, Advanced Ceramics and 
E-24, Fracture Testing as candidates for standard 
test methods for advanced ceramics. 



7. Appendix A. Scatter in Results 
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Fig. Al. Standard deviations of the indentation strength results (IS) for the silicon nitride at 49 N. 
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Fig. A3. Standard deviations of the IS results for the ZAC at 98 N. 
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